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1. Photo of Sutron RLR-0003-1 water level sensor 2. Temperatures applied during temperature testing for three Sutron RLR-0003-1 water level sensors 3. Definition sketch of hydraulic laboratory test measurement variables 4. Air gap applied and water level measured during air gap testing for three Sutron RLR-0003-1 water level sensors 5. Difference between initial measured distance to a stationary target made by Sutron RLR-0003-1 (serial number 1208558) at room temperature and subsequent measurements made over temperatures from -40 to 60 degrees Celsius 6. Difference between initial measured distance to a stationary target made by Sutron RLR-0003-1 (serial number 1208559) at room temperature and subsequent measurements made over temperatures from -40 to 60 degrees Celsius 7. Difference between initial measured distance to a stationary target made by Sutron RLR-0003-1 (serial number 1208560) at room temperature and subsequent measurements made over temperatures from -40 to 60 degrees Celsius 8. Difference between the change in air gaps (distance to water) measured by Sutron RLR-0003-1 (serial number 1208558) and measured by the references 9. Difference between the change in air gaps (distance to water) measured by Sutron RLR-0003-1 (serial number 1208559) and measured by the references 10. Difference between the change in air gaps (distance to water) measured by Sutron RLR-0003-1 (serial number 1208560) and measured by the references 11. Differences between the Sutron RLR-0003-1 and the Sutron Accubar bubbler water level system readings (top chart) and differences between the Sutron RLR-0003-1 and the Design Analysis Associates (DAA) H3613 water level radar (bottom chart) at U.S. Geological Survey streamgaging site 06808500, for the period February 28 to July 11, 2013 Temperature in degrees Celsius (°C) may be converted to degrees Fahrenheit (°F) as follows:
Temperature in degrees Fahrenheit (°F) may be converted to degrees Celsius (°C) as follows:
°C=(°F-32)/1.8
Introduction
The U.S. Geological Survey (USGS) Hydrologic Instrumentation Facility (HIF) evaluates the performance of hydrologic equipment and instruments used to measure, record, and transmit hydrologic data. These devices include sensors used to measure parameters needed to quantify streamflow, water quality, and groundwater levels, as well as devices used for data recording, data telemetry, water sampling, remote powering of equipment, and measurements from bridges and cableways. Performance is evaluated in a variety of ways and includes:
• the manufacturer's stated specifications for accuracy, resolution, and temperature operating range; • any relevant USGS accuracy requirements; and may include:
• compatibility with USGS field hydrologic data-collection communication protocols and infrastructure; • the ability to operate unattended in field conditions; and • power consumption.
The evaluations may involve the deployment of the device at one or more field locations and usually involve testing in controlled laboratory conditions. Evaluations are primarily performed for determining if devices are suitable for use by USGS personnel for hydrologic data collection.
This report describes the methods followed and the results obtained from laboratory and field testing of a commercially available, noncontact, radar, water level measuring device, the Sutron RLR-0003-1.
Description of Sensor
The Sutron RLR-0003-1 ( fig. 1 ) is a water level sensor that uses radar to measure the distance between the sensor and the water surface. The sensor is manufactured by the Sutron Corporation. A radar sensor transmits radio energy to the water surface and multiplies the return of the energy to the sensor to compute the distance from the sensor to the water surface. An initial water level, entered after installation of the device, is used by the sensor to convert the distance between the sensor and the water surface into a water level reading (or stage). The Sutron RLR-0003-1 is weatherproof, and has a fully enclosed antenna and Federal Communications Commission part 15 approval. Any terminal emulation program can be used with SDI-12 commands to communicate with the sensor. Additional software, Sutron RLR Communicator Software, can be downloaded onto a PC computer from the Sutron Web site and used with the sensor to help identify whether objects in the radio path are inferring with the measurement. Selected manufacturer's specifications for the sensor are listed in table 1 (Sutron Corporation, 2013 
Methods
The Sutron RLR-0003-1 was evaluated by subjecting units to laboratory, SDI-12 communication, and field testing. Laboratory testing was conducted to evaluate the accuracy of the sensor over the manufacturer's specified operating temperature and distance to water ranges. Laboratory results were compared to the manufacturer's accuracy specification for water level (table 1) and to the requirements of the USGS Office of Surface Water (OSW) policy requirement that water level sensors have a measurement uncertainty of no more than 0.01 foot (ft) or 0.20 percent of the indicated reading (USGS, 1996) . SDI-12 communication testing was conducted to evaluate compliance with the SDI-12 communication protocol (SDI-12 Support Group, 2012) . Field testing was conducted by the USGS Iowa Water Science Center at a gaging station to evaluate performance under field conditions and to compare sensor measurements with other continuous water level sensors.
Temperature Testing
Three radar sensors were installed in a walk-in environmental test chamber on a rack and pointed horizontally at a stationary target located about 8 ft from the radars. A Design Analysis Associates (DAA) H377 temperature sensor was used to measure air temperature. Air temperature and radar distance measurements were sampled and logged by a DAA 500 XL logger every 5 minutes. Chamber temperatures were manually operated at various intervals and set at temperatures of 0, -40, 20, -20, 0, 20, 40, 60, 40, and 20 (fig. 2 ). The initial distance measurement made at room temperature by a radar unit, the initial reading, was used as its reference distance. The difference between the reading and the initial reading was used to assess if the radar operated within accuracy specifications over a range of temperatures.
Distance to Water Testing
Three radar sensors were installed on a movable arm over still water in the HIF Hydraulic Laboratory. The vertical position of the arm was measured by a shaft encoder system. The water level was measured with a float and shaft encoder system. A DAA 500 XL Logger was used to sample and log the measurements made by the three radar sensors and the two encoders every 2.5 minutes. Two tests were conducted. Each test began with the arm located approximately 14 ft above the water. The arm was lowered, raised, and lowered in 3-ft increments from 14 to 5 ft above the water ( fig. 3 ). The reference distance to the water surface was computed from the arm encoder reading and the water level encoder reading (fig. 4) . The initial distance measurement made by a radar at approximately 14 ft above the water was used as its reference distance. The difference between the reference distance and the initial reference distance was used to compute the reference change in distance between the arm and the water surface-the reference difference. The difference between the reading and the initial reading was used to compute the change in distance between the radar and the water surface-the radar difference. The difference between the radar difference and the reference distance difference was used to assess whether the radar operated within accuracy specification over a range of air gaps.
SDI-12 Communication Testing
Three units were checked for compliance with SDI-12 version 1.3 using a NR Systems SDI-12 verifier sold by NR Systems, Inc., with firmware version 1.6 and PC software version 5.1.0.4. The SDI-12 verifier was connected to a PC and units were connected to the verifier and tested one at a time.
Field Testing
One unit, which was not used in the laboratory testing, was installed by the USGS Iowa Water Science Center at USGS streamgaging site 06808500, West Nishnabotna River at Randolph, Iowa. The drainage area for the site is 1,326 square miles. Instrumentation at the site included a bubbler water level system with a Sutron Accubar gage pressure sensor, and a DAA H3613 radar water level sensor. The data were collected from the instruments using standard USGS procedures. The data used for the field test were USGS provisional data collected from February 28 to July 11, 2013. The difference between the Sutron radar and the bubbler system and the difference between the Sutron radar and the DAA radar were used to compare the performance of the instruments. Periodic wire-weight gage readings were used to assess whether the Sutron radar, DAA radar, and bubbler system operated within accuracy requirements during the field test.
Results
Temperature Testing
The results from temperature testing in the walk-in chamber for the three units are shown in figures 5, 6, and 7. Only data that were collected when temperatures were changing less than 0.5 degree Celsius were plotted and checked for compliance to the accuracy specification. All units show minor effects from the temperatures, but do not have obvious trends. The average difference during the test was -0.017, -0.012, and -0.012 ft for the tested units. Summary statistics are listed in table 2 for the 898 data points collected and checked for compliance with accuracy specification for each sensor. The average measurements for the sensors are within the accuracy specification, except for serial number 1208558, which is marginally outside of the specification. Larger differences, which are outside of the manufacturer's accuracy specification, occur at several temperatures. Except for serial number 1208558, the differences are all within 0.05 ft. Serial number 1208558 had three measurements with differences of nearly -0.15 ft. 
Distance to Water Testing
The results for the distance to water testing are shown in figures 8, 9, and 10. Two tests are shown plotted in a figure for each sensor along with the manufacturer's accuracy specification. The accuracy specification is also shown and data points are plotted with vertical error bars that represent the uncertainty of the reference difference. Plotted data met the accuracy specification if either the data point was within the accuracy limits or the vertical error bar crossed inside the accuracy limits. Most measurements were within the manufacturer's specified accuracy and the USGS accuracy requirements. Table 3 lists summary statistics for both tests, where the results were similar. Two of the three sensors tested were within manufacturer's accuracy specification and the USGS accuracy requirement when the uncertainty of the reference measurement was included. Serial number 1208559 had a small but noticeable trend with increasing air gap that the other two sensors did not have. A small, vertical misalignment of the sensor or a slightly out-of-specification sensor are potential explanations for the cause of the trend. 
SDI-12 Communication Testing
The three sensors tested passed the NR Systems SDI-12 verifier test. The verifier test results are not a complete comprehensive test of the standard but are indicative of the sensor meeting the timing and command requirements of the standard.
Field Testing
The difference between the Sutron RLR-0003-1 and the bubbler system and the difference between the Sutron RLR-0003-1 and the DAA H3613 are plotted in figure 11 . The differences shown in figure 11 are based on provisional data and are uncorrected. The differences are slightly larger with the bubbler system than for the DAA H3613 radar and range from approximately -0.20 to 0.10 ft. The average difference between the Sutron RLR-0003-1 and the bubbler system was 0.005 ft and the average difference between the Sutron RLR-0003-1 and the DAA H3613 was -0.002 ft. The Sutron RLR-0003-1 had good agreement with the bubbler and with the DAA H3613 water level readings for the data analyzed, from February 28 to July 11, 2013. Figure 12 is a plot comparing the differences between the Sutron RLR-0003-1 radar and the wire-weight gage readings, and the differences between the DAA H3613 and the wire-weight gage readings with the USGS OSW accuracy requirements. The vertical error bars represent an estimate of the accuracy of the wire-weight gage readings of 0.01 ft. The Sutron RLR-0003-1 differences look similar in shape to the DAA H3613 differences shown in figure  11 . The Sutron RLR-0003-1 meets the USGS accuracy requirements when compared to the wire-weight gage readings. 
Summary
The Sutron RLR-0003-1 was evaluated by subjecting units to laboratory, SDI-12 communication, and field testing. Three Sutron RLR-0003-1 water level sensors were tested in laboratory conditions to evaluate the accuracy of the sensor over the manufacturer's specified operating temperature and distance to water ranges. Laboratory results were compared to the manufacturer's accuracy specification for water level and to the USGS Office of Surface Water (OSW) policy requirement that water level sensors have a measurement uncertainty of no more than 0.01 ft or 0.20 percent of the indicated reading. Except for one sensor, the differences for the temperature testing were within 0.05 ft and the average measurements for the sensors were within the manufacturer's accuracy specification. Two of the three sensors were within the manufacturer's specified accuracy and met the USGS accuracy requirements for the laboratory distance to water testing. Three units passed a basic SDI-12 communication compliance test. The field test was conducted from February 28 to July 11, 2013. Water level measurements made by using the Sutron RLR-0003-1 agreed well with those made by using the bubbler system and a DAA H3613 radar during field testing at USGS streamgaging site 06808500, West Nishnabotna River at Randolph, Iowa; the sensors also met the USGS accuracy requirements when compared to the wire-weight gage readings. 
